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Abstract: Fast characterization of pulsed spontaneous parametric down 
conversion (SPDC) sources is important for applications in quantum 
information processing and communications. We propose a simple method 
to perform this task, which only requires measuring the counts on the two 
output channels and the coincidences between them, as well as modeling 
the filter used to reduce the source bandwidth. The proposed method is 
experimentally tested and used for a complete evaluation of SPDC sources 
(pair emission probability, total losses, and fidelity) of various bandwidths. 
This method can find applications in the setting up of SPDC sources and in 
the continuous verification of the quality of quantum communication links. 
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1. Introduction 

Entanglement is a precious resource for many quantum information processing protocols, in- 
cluding quantum key distribution IT], quantum teleportation 121, entanglement swapping (Si, 
quantum relays ||4]|5] quantum memories and repeaters ||6l|2l|8]|9l, as well as quantum algo- 
rithms ifTOl [TTI . In optics, entangled states are most frequently produced using spontaneous 
parametric down conversion (SPDC) in nonlinear crystals [12-20]. For all the aforementioned 
applications the fidelity of the entangled states produced by the SPDC source is an essential 
parameter since it strongly affects the success probability and performance of a specific pro- 
tocol. Even when systematic imperfections such as unbalanced probabilities between the two 
components of the entangled state, or residual spectral, temporal and spatial distinguishabilities 
are corrected, the fidelity of the generated entangled state is still altered by accidental coinci- 
dences occurring between photons from two different pairs since there are no longer quantum 
correlations in this case. This property of SPDC sources has already been addressed in [21-23]. 
However, a means of fast characterization of SPDC sources is, to our knowledge, still missing. 

In this paper, we propose a simple method for evaluating the performance (pair emission 
probability, total losses including detection efficiency, and fidelity) of a quantum link using a 
pulsed SPDC source, by measuring solely the count probabilities on both output channels and 
the coincidences between them. Note that these quantities have to be measured in any case 
in most quantum information processing and communication applications. In the case of fiber 
quantum communications, the coupling efficiency to the optical fiber can also be deduced from 
these measurements, provided propagation losses and detection efficiency have been previously 
measured. The results presented here may be useful in various schemes where entangled photon 



states are used, especially for setting up high quality sources by standardizing their optimization 
process. The presented technique may also be useful in entanglement based quantum cryptog- 
raphy to verify in situ and in real time the quality of the quantum link between Alice and Bob. 

The paper is organized as follows. Section 2 presents the theoretical foundations of our 
method. The experimental setup used to test the proposed method is described in Section 3. 
Section 4 is devoted to the experimental validation of the method, while Section 5 presents 
results of the measurement of performance of SPDC sources of different bandwidths. 

2. Theoretical analysis 

In the subsequent analysis, we consider the scheme shown in Fig. 1. In particular, we assume a 
pulsed pumped collinear quasi-degenerate down conversion in type I (or II) nonlinear crystals. 
The two photons of the pairs are filtered by the same filter with a bandwidth much larger than 
that of the pump beam and are coupled to the same optical fiber The splitting of the photon pairs 
is ensured by a fiber coupler and photons are finally detected using single-photon avalanche 
photodiodes. In the following, our analysis is restricted to this particular case to be consistent 
with the experimental results presented in Sections 4 and 5, but the procedure can easily be 
extended to different experimental setups. 



SPDC 




Fig. 1. Schematic setup of the quantum link. FC: fiber coupler, Dp^, D^: single-photon 
avalanche photodiodes. The SPDC crystal is pumped by a pulsed laser. 

The setup shown in Fig. 1 can be idealized as a pulsed SPDC source emitting photon pairs 
with a peak spectral probability density po and two channels exhibiting losses due to filtering, 
coupling to the fiber, propagation in fibers and detection efficiencies. The splitting of photons 
between the two channels is necessarily statistical, using the fiber coupler considered here. The 
total transmission on channel / (/ =A,B) is modeled as the product of a frequency-independent 
transmission Xj and a frequency-dependent term involving the phase matching condition G 
and the filter shape F. The transmission Xj ~ RiTjr]i takes into account insertion losses of 
the filter and all other in-line losses Tj, the output ratio of the fiber coupler Rj and the quantum 
efficiency Tj/ of the detector The filter transmission F(v — Vp), which shape is given by an even 
function F{v), has a central frequeny Vp. Considering a practical SPDC source for quantum 
communications with a balanced fiber coupler (i^A « ~ 0.5), low overall losses (7a w 7b ~ 
0.6), and detector quantum efficiencies tja ~ tJb ~ 0. 1, leads to Xa,Xb <C 1 . As the considered 
SPDC source is pulsed, emitting Gaussian shaped pulses with a half duration At at 1/e, the 
detectors are gated (gates of duration T). The peak spectral probability density po is assumed 
to be small so that the down-conversion probability within the filter bandwidth is low (this 
corresponds to useful setups in quantum communications). 

The various probabiUties are experimentally available by measuring counts on detectors Da 
and Db and coincidences between them, and on the other hand they can be theoretically eval- 
uated from the characteristics of the setup. The derivation of their theoretical expression is 
detailed in the Appendix, so that only the results that can be useful for the comparison with the 
experimental data of Section 4 and 5 are presented here. 

Let us rewrite and discuss Eqs. ( fTTI i. ( fT9l ), and ( 1211 1 of the Appendix. The probability Pj of 



getting a count on detector D/ within the gate duration becomes: 

Pi = IpoIiXjKj + Pn/ / = A, B (1) 

where P^j is the probability of a dark count on detector Dj within the gate duration T. 

The probabiUty Pq of measuring a coincidence between counts on detectors Da and 
within the gate duration T is the sum of three terms : 

Pc=Pic+Pac+Pnab (2) 

• fVc is the probability of true coincidences due to signal and idler photons of one pair 
(with respective frequencies Vj and v, satisfying v., + V; = Vp) : 

Ptc = 2pqI2XaXbKt (3) 



• Pac is the probability of accidental coincidences between photons of different pairs : 

Pac - 4 {poh ^XaXbK^ = (Pa - ^^na) (^^b - ^^b) (4) 

Note that the expression obtained for Pac turns out to coincide with the intuitive result 
for the accidental coincidence probability, i.e. the product of the probabilities of two 
independent random counts on detectors Da,Db. 

' Pnab is the probability of coincidences related to noise (one down-conversion photon 
and one noise count, or two noise counts) : 

Pnab = {Pa - Pna) Pnb + {Pb - Pnb ) ^^na + PnaPnb (5) 

In these equations Kj describes the time dependence: 

r+T/2 _ ,2 . _ ,2 

K-Y = J e '^dtj J e ^ dt (6) 

Assuming that the phase matching function G = 1 (as will be justified in section 4 for our 
setup), the terms I\ , I2 take into account the filter shape in the following way: 



/i = y F{v-VF)dv (7) 
h = F{v-VF)F{Vp-v-VF)dv = F*F{Vp-2vF) (8) 



While the whole bandwidth contributes to single counts (/i), the spectral transmission function 
for coincidences I2 is the auto-convolution of the filter shape. Because F is an even function, I2 
is maximum for a zero detuning between the degeneracy frequency and the central frequency 
of the filter (Vp/2 = Vp). This is due to the fact that symmetric filtering around the degeneracy 
frequency optimally preserves the correlations between signal and idler photons. The decrease 
of I2 when Vp/2 7^ Vp is illustrated in Fig.|2]for the case of a rectangular filter. 

The incoherent nature of the accidental coincidences gives rise to quadratic dependence of 
Pac on /i and Ki (Eq. (IH) for the spectral filtering and temporal gating. On the other hand. 
Pre (Eq. OJ) is proportional to I2 and Kj because of spectral and temporal correlations within 
a pair. 



(a) 



F(v-vf) 



(b) 



Vs 
I 



F(v-vf) 



(c) 



V 

\ 


F(v-vf) 






Vp/2 Vi- 



Avp 



Avi- 



Fig. 2. Principle of the evaluation of I2 for the simple case of a rectangular filter function. 
The shaded area is proportional to the effective value of h- When the filter is centered at 
the degeneracy frequency (zero detuning), I2 is maximum (a). When detuning is non-zero, 
I2 is reduced : some photons within the filter bandwidth have their twins transmitted (b), 
while this is not the case for others (c). 



Based on the equations given above, it is now straightforward to derive some important 
figures of merit for the SPDC source, in particular the pair emission probability, total losses 
and a measure of quality that we will define below. 

Dividing Eq. (|4]i by Eq. Q and rearranging the terms, we obtain the probability poix of pair 
generation within the filter bandwidth: 

/ /2 f AC ^ h {Pa-Pna){Pb-Pnb) 

lIiKjPjc 2IiKj (Pc-Pac-Pnab) ^ 

where P^ab and Pj^c are given by Eqs. (|5]l and (|4]i, respectively. The global transmission effi- 
ciency Xi is derived from Eqs. ([T]) and (O 

h Ptc h (Pc-Pac-Pnab) 
Xi = - !i_ = J-l-i^ / = B,Afor/ = A,B (10) 

hPj-Pw h Pj-Pnj ^ ' 

Note that the temporal correction term Kj, which depends on the relative duration of the 
detection gate and the pump pulse, and could have been interpreted as a loss, does not ap- 
pear in the expression of the total losses. This is a consequence of the aforementionned strong 
temporal correlations between twin photons. It is important to note that p^Ii and Xi are easily 
obtained from the measurements of Pa, Pb, Pc provided preliminary calculations of h/h and 
Kj, and measurements of Pt^A and F^b, have been performed. These preliminary calculations 
and measurements can be done once and for all before the source characterization is started. 

Finally, an important property for SPDC sources used in quantum communication systems 
is the correlation between the counts on channels A and B. The most general measurement 
of an entangled state is usually performed using quantum state tomography 1241 . However, in 
entangled state based communications. Bell type measurements are preferred 1251 . In such a 
case, the quality of a SPDC source is often evaluated from the measurement of coincidence 
rates as a function of a free parameter For instance, this parameter can be the relative angle 
between polarization analyzers of channel A and B in the case of polarization entanglement 
[ 1 2-20] or the relative phase between the Franson interferometers of channel A and B in the 
case of time bin entanglement l26ll . 

The evaluation is made quantitative through the measurement of the visibility (or contrast) of 
the two-photon interference fringes V ~ (Pmax — ^'min)/(^max +^min) where Pmax and Pmin are re- 
spectively the maximum and minimum coincidence rates (or probabilities) that can be obtained 
when varying the free parameter Practical quantum communication devices require maximally 
entangled states and no decoherence due to spectral, spatial or temporal distinguishabilities. In 
this case, the source quality is still altered because of multiple pairs generation (double pairs 
being dominant thus only considered in this paper). The direct measurement of this visibility 



necessarily involves detectors so that a system fidelity Fsys can be defined as a visibility where 

-Pmin = ^'aC + ^^AB and Pmax =PlC+ PaC + PnAB ■ ■ 



^'y' ^ 1 I p fAC+^AB ^^^^ 

Pre 

Pac and P^ab are given by Eqs. (HI and (|5]i, respectively. This fidelity constitutes an upper 
bound for Bell type measurements that can only be reached when all imperfections other than 
the unavoidable presence of multiple pairs are corrected. If the source is going to be part of a 
more complex quantum communication system, including for instance a quantum memory, it 
can be useful to define the intrinsic source fidelity Fspdc (that does not include detector noise): 

■fsPDC = p— (12) 

1+2^ 

Using Eqs. (|2|i and (|4|i, Fspdc can be determined from measurements. Let us stress the fact that 
the only prerequisite knowledge to obtain these fidelities is the detector noise. Eq. ( fT2] ) can also 
be written as 

1 

^spDc = : ^ — 7- (13) 

1+4(po/i)^t| 

which shows that the fidelity is reduced at high pair production probabilities and high /j /I2 
ratios. 

From Eqs. (|9|l and (fTOl i it is clear that determining pqIi and Xj requires the knowledge of the 
ratio /1//2, and therefore the knowledge of the filter shape F{v). 



Case 


Type 


Filter Bandwidth (GHz) 


h 1 hmm 


{1} 


Rectangular 


any 


1 


{2} 


Triangular 


any 


1.50 


{3} 


Gaussian 


any 


1.41 


{4} 


DWDM 


73 


1.14 


{5} 


DWDM + FP 


1.63 


2.09 



Table 1. Filter bandwidth and Ii/hmux for various filters where hmax = h{Vp/2— Vp = 0). 
DWDM stands for Dense Wavelength Division Multiplexing add/drop filter, FP stands for 
Fabry-Perot etalon. 



Table 1 presents calculated results obtained for various filters at zero detuning between their 
central frequency Vp and the degeneracy frequency Vp/2. The third column of Table 1 gives the 
bandwidth of the filter. The ratio h/hnr,a listed in the fourth column of the table gives a direct 
quantification of the influence of the filter shape on the fidelity of the SPDC source (see Eq. 
(fT3Tl). The best possible case is the rectangular filter {1} for which h/hm^x ~ 1 irrespective of 
the bandwidth. The theoretical triangular and Gaussian filters considered in cases {2} and {3} 
are less attractive. Case {4} and {5} concern practical filters used experimentally (see Sections 
4 and 5). It is important to note the very good quality of the apodized commercially available 
DWDM filter that provides a factor h/h^.^^ = 114, which is close to the optimal unity value. It 
is also important to remark that small bandwidths can be obtained with a penalty of only about 
two for the ratio /1//2 when using Fabry-Perot devices. Further calculations show that much 
smaller bandwidths can be obtained by cascading FP etalons with no supplementary penalty as 
far as Ii/h is concerned. This result is important in view of designing SPDC sources with very 
small Unewidths, compatible with quantum memories ll27l . 



3. Experimental setup 

The experimental setup used to verify the theoretical calculations presented in Section 2 and 
to evaluate the performance of SPDC sources of different bandwidths is depicted in Fig. |3] 
Nearly degenerate SPDC at 1564 nm was performed using a pulsed pump beam operating at 
782 nm. This pump beam was obtained starting from a 40 mW power CW DFB laser operating 
at 1564 nm. The CW laser was modulated at a frequency of 2 MHz using an acousto-optic 
modulator (AOM) in order to obtain Fourier-transform-limited pulses. The pulsed signal was 
then amplified up to a 5W mean power by an erbium-doped fiber amplifier (EDFA). The high 
peak power (100 W) of the 25 ns duration pulses delivered by the EDFA allowed obtaining 
a high mean power (1.3 W) pump beam at 782 nm through second harmonic generation in 
a 2 cm long periodically poled lithium niobate (PPLN) crystal. After total elimination of the 
remaining 1564 nm beam by a set of frequency filters Fi the pump beam was focused into 
a second 2 cm long PPLN crystal to produce SPDC around degeneracy at 1564 nm. After 
filtering of spurious light by the filter set photon pairs delivered by SPDC were collected and 
focused into an antireflection coated monomode optical fiber The large bandwidth (« 100 nm) 
of the emitted SPDC photon pairs was reduced to approximately 70 GHz (0.57 nm) using a 
commercially available fiber dense wavelength division multiplexing (DWDM) add/drop filter. 
The measurement of the rejected part of the spectrum (detector Df) can be used to estimate the 
total fluorescence power The photons of each pair were separated (with a 50% efficiency) by a 
50%-50% fiber coupler and detected by InGaAs avalanche photodiodes operated in gated mode 
using the pulse generator driving the AOM for detector synchronization. 

The probabilities per pulse Pa, Pb and Pc, which are the relevant parameters for pulsed 
SPDC sources, are obtained by dividing the single and coincidence count rates (per second) by 
the repetition rate of the SPDC source. 

Additional filtering down to 1 .63 GHz was also performed by inserting a 2 mm thick Fabry 
Perot (FP) etalon in front of filter F2. Note that thanks to the high power achieved at 782 nm, 
lower bandwidth SPDC sources could also be obtained using additional FP etalons. This would 
allow reducing the bandwidth enough so as to be compatible with quantum memories that can 
require very narrow (< 100 MHz) linewidths. 
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Fig. 3. Experimental setup. See text for explanation of acronyms. 



4. Validity of tlie procedure 

The non collinear phase matching assumption used in the calculations to allow G = 1 has been 
validated by a measurement of the fluorescence spectrum collected in the optical fiber when no 
filtering is made. The shape of the spectrum can be considered Gaussian with a full width at half 
maximum of more than a hundred nanometers. As the considered filter bandwidths are smaller 
than 1 nm, the approximation G = 1 used in Section 2 is satisfied with a relative precision better 
than 10-^ 

The fidelity factors F^ys and Fspdc given by Eqs. ( fTTT ) and ( fT2b respectively require no pa- 
rameters for their calculation other than count rate measurements, thus the obtained values can 
be considered fully reliable. On the other hand, the relevance of the evaluation of poIi and Xj 
depends on the validity of the preliminary calculations of /[ and h- Therefore, before applying 
results of Section 2 to obtain a simple evaluation of performance of SPDC sources of various 
bandwidths, preliminary experiments were performed to verify the validity of using compu- 
tations of Ii and I2 to infer reliable values for poli and Xj. To this end, Ii and I2 were both 
calculated and derived from measurements made for different values of Vp/2, by changing the 
temperature of the DFB laser. This operation was performed in the cases of a DWDM filter 
of bandwidth Avp = 73 GHz and a filter set of bandwidth Avp = 1 .63 GHz composed of the 
same DWDM filter and a solid FP etalon (free spectral range = 50.0 GHz and finesse = 31.5 
calculated from the measured thickness and mirror reflectivity of the FP etalon). Calculations 
of /i and I2 were performed using the trapezoidal shape for the DWDM filter (case {4} of Table 
1) and its product with the Airy function centered on Vp for the FP etalon (case {5} of Table 1). 
To compare this calculated value of hiVp) to an experimentally derived one, we used Eq. (O. 
It predicts that the frequency dependence of Pjc should coincide with that of 12- 

Figs. Hjai and a2 show calculated and measured transmission spectra for Avp = 73 GHz 
and AVp = 1.63 GHz respectively. The very good agreement observed validates our choice 
of the theoretical filter shape F{v). In Figs. 4.bi and b2, normalized spectra of h/h^.^y, and 
A'c/^'rCmax '^^^ compared. The excellent agreement between experimental and theoretical 
results confirms the validity of the analysis of Section 2 and hence the importance of using a 
filter very well centered on the degenerate frequency Vp/2 of the SPDC process in order to 
obtain the best possible performance of the photon pair source. 

5. Evaluation of source performance 

The results of Section 2 were used to evaluate the performance of SPDC sources. The two 
filters of different bandwidths described in Section 4 were tested : a fiber DWDM filter (Avp = 
73 GHz, case {4} of Table 1) and a set composed of the fiber DWDM filter and a free-space FP 
etalon (Avp = 1.63 GHz, case {5} of Table 1). 

Preliminary measurements of the detector characteristics were performed giving tja = 0.080 
and tjb = 0.076 for the quantum efficiencies, and = 1 -9 x 10^^ and P^^ = 1 .5 x 10^^ for the 
dark count probabilities of detectors Da and Dq, respectively. For each filter we measured the 
total fluorescence mean power Ppiuo dropped by the DWDM filter, the single count probabilities 
Pa and Pq for detectors Da and Db, and the coincidence probability Pq between the detector 
counts. The probability of pair generation within the filter bandwidth poA was calculated using 
Eq. (|9|l for Vp/2 = Vp as well as the value of Ii/h,^.^^ given in Table 1 for the filter We also 
used the value Kj = 0.75 obtained for a detection window T = 20 ns and a full width at half 
maximum 2-\/21n2zir = 20.3 ns for the Gaussian pump pulse at 782 nm (we also verified that 
signal and idler pulses had the same duration as the pump pulse). 

The probability poh is plotted in Fig.|5]a as a function of the total fluorescence mean power 
dropped by the DWDM filter. The proportionality between these two quantities is an additional 
proof of the validity of our analysis. The overall transmission, experimentally determined using 
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Fig. 4. Comparison of the theoretical and experimental transmission (a) and normalized 
value of I2 (b) plotted as a function of frequency detuning with respect to the filter center 
frequency Vp, for two different filtering devices: a DWDM filter {4} and a DWDM filter 
plus a FP etalon {5}. 

Eq. dTol i. is plotted in Fig. 5.b for the DWDM filtering device. As expected, the coupling effi- 
ciency does not depend on pqI\. Using the values of Fig. 5.b, we find Xx = 0.0178 ±0.001 and 
Xs = 0.0170 ±0.002 for the DWDM filter alone. Similar measurements made with the DWDM 
plus Fabry-Perot filters set give Xa = 0.0150 ± 0.001 andXs = 0.0141 ± 0.001. Note the low 
standard deviation: this indicates that a precise control could be operated on the quality of a 
specific quantum link. 

Knowing that Xj = RiTjrji allows the derivation of Tj provided Rj and rji have been previ- 
ously determined by auxiliary measurements. Tj is in fact the product of propagation and filter 
transmission T/ and fiber coupling efficiency Cp. The preliminary measurement of T/ by reverse 
propagation through the system (in particular, by entering a fiber laser source at frequency Vp/2 
into the output fiber from detectors Da and Dq) allows then a precise derivation of the coupling 
efficiency of photon pairs into the optical fiber, which is very difficult to determine otherwise. 

The coupling efficiency Cp to the optical fiber was derived in the case of the DWDM filter 
using the measured values Ra'^a = 0.301 and RqTb = 0.308 . Its high value (Cp = 0.74) evidently 
demonstrates the high quality of the coupling of photon pairs generated by SPDC in our setup. 

In the case of the DWDM plus FP filter set, we derived the FP transmission from the compar- 
ison between the mean values of X^ and Xq obtained with the two filtering set-ups: the value 
Tpp — 0.84 ± 0.01 was obtained. This value is somewhat lower than the value of 0.99 obtained 
from direct transmission measurements performed using counter propagation with an auxiliary 
laser This could be due to the fact that the Fabry-Perot transmission not only depends on fre- 
quency but also on direction. The non-perfect-collinear nature of the phase matching conditions 
induces a fluorescence beam that has a different profile than the laser beam used to measure the 
FP transmission. This is not taken into account in the evaluation of I2, thus the value of /hmax 
given in Table 1 could be slightly underestimated. 

Finally, the system and source fidelity factors Fsys and /^spdc calculated using Eqs. ( fTTT i and 
( fT2] i are plotted in Fig 5.c in the case of the DWDM filter (similar results were obtained with 
the DWDM plus Fabry-Perot etalon filtering set) as a function of p(jl\ . As expected, /^spdc is 
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Fig. 5. Performance of our SPDC source using a DWDM filter. 

always greater than Fsys, and the difference increases for smaller pair generation rate due to 
the increasing importance of electronic noise. Note that the system fidelity cannot be higher 
than 92% due to the noise of the avalanche photodiode detectors. However, the use of super- 
conducting detectors would greatly improve the maximum fidelity 1281 . In order to observe a 
Bell inequality violation, the fidelity must be greater than 1 / \/2. This limits the pair generation 
probability to about 10% in the case of the 73 GHz bandwidth. For the 1.63 GHz bandwidth 
offered by our other filtering system, the maximum generation probability decreases to 5%. 

6. Conclusion 

The assessment of the quality of a SPDC source, or an entire link including such a source, used 
for applications in quantum communications is difficult when only the count and coincidence 
rates are known. We have shown, however, that a reliable evaluation of the quantum source (or 
link) performance, including the pair generation probability, overall losses, and fidelity, is sim- 
ple in the case of pulsed sources emitting maximally entangled states when taking into account 
the transmission spectrum of the used filter. The method has been checked experimentally and 
has been successfully applied to the cases of two SPDC sources of different bandwidths. 

It is important to note that our analysis is restricted to the case when the occurrence of ac- 
cidental coincidences is the only limitation to the source quality, unbalanced probabilities of 
the two-photon components of the entangled state and spectral, temporal, and spatial distin- 
guishabilities being already corrected. This restriction is justified, as these problems have to be 
corrected anyway in SPDC sources for quantum communications or information processing. 
This means that our analysis may be extended to other SPDC sources including non collinear 
down conversion, provided these defects have been previously corrected. The only requirement 
concerns the pulsed nature of the SPDC source. The results of our study could be qualitatively 
applied to the case of continuous wave SPDC sources for which counts and coincidence rates 
are the relevant parameters. Indeed, for a detector with a dead time Ar that is much larger than 
the inverse of the filter bandwidth, the relevant time duration corresponding to the inverse rep- 
etition rate of the pulsed source is the minimum time between two successive counts, i.e. the 
dead time of the detectors Ar. Our results can then be applied, using probabilities approximated 
by the product of the measured rates and the dead time Ar. From a quantitative viewpoint, the 
complete theory remains nevertheless to be done. It should be noted that if free running SPDC 



sources can be safely used in point to point quantum communications, synchronisable pulsed 
SPDC sources are the most suitable devices for future applications in quantum information 
processing and communication networks. The procedure described in this paper can then find 
applications in these devices, in particular for the setting up of the SPDC sources or the fast 
verification of the quality of the quantum links using SPDC sources. 
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A. Appendix : theoretical evaluation of count rates 

The evaluation of various properties of pulsed SPDC sources (statistical or deterministic split- 
ting of the down-converted photons, unbalanced filtering between channels, partial coherence 
of multiple pairs within a pulse, ...) will be addressed in a forthcoming paper. Here, the analysis 
is restricted to the case that has experimentally been investigated : a pulsed SPDC source with 
a common filter inserted before splitting photons into two paths. Double pairs within a pump 
pulse, when they occur, are mutually incoherent, that is, they originate from two independent 
down-conversion processes. 

Let photon pairs be generated by degenerate collinear SPDC in the crystal during a pump 
pulse, and xa and xb be the total transmissions on channel A and B respectively. The probability 
of getting and ns photons on channel A and B respectively, using statistical splitting, is given 
by: 

^^(«a,«b) =c2^-"^-"'^(l -^a-xb)2''-"^-"«Q+„3« (14) 

where = fl!/(fe!(a — /?)!). Indeed, in such a case 2N — ha — ne photons are lost, each with 
a probability 1 — xa — xb and the detectable photons are distributed between channels A and 
B with probabilities x^'^ and x^"^ respectively. The factors C,^ and C"^^„g evaluate the 

number of possible cases corresponding to 2N — iia — iib lost photons and tia detectable pho- 
tons on channel A respectively. The probability of one count on channel A for instance is 
proportional to the probability of getting at least one photon on channel A when one pair is 
produced ■^i(«a > 1,«b): 

^i(«A>l,nB) = .^i(2,0) + ^i(l,l) + J^i(l,0)=XA(2-XA) (15) 

As explained in the main text, in practical SPDC sources for quantum communications, 
•^Ai-^B <SC 1- In this case: 

^i(«A> 1,«b)^2xa (16) 
The probability of getting one count on channel / is therefore given by: 

Pi = IpoKjX, F{v - VF)G{v)dv+Pni = 2poKjX,h +Pm (17) 

where Xi, F and G have been defined in the main text and I\ = /^"/^(v — Vf)G(v)c/v. The 
constant Ki ~ ,/_7'/2 hi^)^^ I /-oo tp{t)dt, where Ip is the pump intensity, is included in Eq. 
([TtT i to account for photon loss due to the detection time window and F^j is the probability of 
registering a dark count on detector Dj. 

The probability Pq of measuring a coincidence between counts on detectors Da and Db 
comes from the contributions of true and accidental coincidences as well as coincidences related 



to noise: 



Pc=Pic+Pac + Pnab 



(18) 



Pre is the probability of registering simultaneous counts on detectors Da and Dq due to the 
two photons of a single pair and is calculated using the probability of properly getting one 
photon of the pair on each channel (1,1) = 2xaxb ■ 

Pjc = 2poKtXaXb P F{v -Vf)G{v)F{Vp-v -VF)G{Vp-v)dv ^IpaK-rX^X^h (19) 

where I2 measures the impact of filtering and phase matching on the coincidence probability of 
the source and is given by; h = J^^F{v - Vf)G{v)F{Vp - V - Vf )G(V;, - v)dv. Note that Ptc 
is proportional to Kj and not to Kj since the two photons of a pair are emitted simultaneously 
when the signal and idler bandwidths are much larger than the pump bandwidth. 

The second term in Eq. ( fTSl l is the probability of registering simultaneous counts on detectors 
Da and Dq due to two signal (or idler) photons of two different pairs: it is proportional to the 
probability of getting at least one photon on each channel when two pairs have been produced 
simultaneaously ^2 ("a > IjWb > 1) 

^2(«A>l,nB>l) = [^2(3,1) + ^2(1,3) + ^2(2,2) + ^2(2,1) + ^2(1,2) + ^2(1,1)] 
= [6-6 (xa +xb) + 2(x\+xI) + 3xaxb ] xaXb ^ 6xaXb (20) 



Pac = [^a/i] [^b/i] = 4pIk^XaXbI^ (21) 

The factor 2/3 is the proportion of coincidences due to double pairs that effectively involve 
photons of different pairs. 

The third and final term in Eq. ( fTSl i: 

Pnab = {Pa - Pna) Pnb + (Pb - Pnb)Pna + PnaPnb (22) 

is the probability of registering simultaneous counts on detectors Da and Db due to one down- 
conversion photon on one detector and one dark count on the other one, or dark counts on both 
detectors. 

These equations are discussed in the main text, where they are also used to derive the perfor- 
mance of the source. 



